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Endorsement notice 

The text of ISO 11737-1:2006/Cor.1:2007 has been approved by CEN as a European Corrigendum without 
any modification. 
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Subclause A.7.2 

In paragraph 2, the last sentence shall read: 

 However, this approach can be used for products with low levels of bioburden. 

(The verb form “cannot be” has been corrected to “can be”.) 

 


