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Implants for surgery — Metallic materials — 
Part 1: 
Wrought stainless steel 

TECHNICAL CORRIGENDUM 1 

Implants chirurgicaux — Matériaux métalliques — 

Partie 1: Acier inoxydable corroyé 

RECTIFICATIF TECHNIQUE 1 

Technical Corrigendum 1 to ISO 5832-1:2007 was prepared by Technical Committee ISO/TC 150, Implants for 
surgery, Subcommittee SC 1, Materials. 

                               

Page 4, Table 3 

In column 3, row 4 (tensile strength in the extra-hard condition) the value should read W 1 400. 


