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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO’s adherence to the 
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT) see the following 
URL: www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 190, Soil quality, Subcommittee SC 3, 
Chemical and physical characterization.

This first edition cancels and replaces ISO 10382:2002, which has been technically revised.

The main changes are as follows:

— polychlorinated biphenyls have been deleted from the Scope;

— modern extraction techniques and commonly used methods with optimized extraction time, proven 
clean-up methods and state of the art quantification methods have been added.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

Organochlorine pesticides (OCPs) are organic synthetic substances which are globally used. The vast 
majority of OCPs have been released directly in the environment as agricultural insecticides but 
they have been also used as by-products for different applications, e.g. as a wood preserver. OCPs are 
persistent, bioaccumulating and prone to long-range atmospheric transport and deposition. They 
are ubiquitous in the environment (water, soil, sediment and waste) and their presence is regularly 
monitored and controlled.

This document describes the determination of OCPs in soil and sediments. At present, determination of 
OCPs is carried out in these matrices in most of the routine laboratories following the preceding steps 
for sampling, pretreatment, extraction and clean-up by measurement of a specific OCP by means of gas 
chromatography in combination with mass spectrometric detection (GC-MS) or gas chromatography 
with electron capture detector (GC-ECD). GC-MS/MS is also applicable (see Annex C for an example of 
GC-MS/MS measurement conditions for OCPs). The described analytical steps are also applicable for the 
determination of polychlorinated biphenyls (PCBs). However, for the determination of PCBs, a specific 
European Standard, EN 17322, is available. Both standards are very similar; differences exist especially 
in a broader variety of clean-up steps for PCBs.

Considering the different matrices and possible interfering compounds, this document does not contain 
one single possible way of working. Several choices are possible, in particular relating to clean-up. 
Detection with both mass spectrometry and electron capture is possible. Three different extraction 
procedures and four clean-up procedures are described. The use of internal and injection standards 
is described in order to have an internal check on the choice of the extraction and clean-up procedure.

This document is applicable and validated for several types of matrices as indicated in Table 1 (see also 
Annex A for the results of the validation).

Table 1 — Matrices for which this document is applicable and validated

Matrix Materials used for validation
Soil Sandy soil, contaminated with OCPs

Soil from the vicinity of Berlin
Humic rich soil Humic rich soil

Mix of soil from the vicinity of Berlin, Germany and PCB-free 
German reference soil

Sediment Validation results from ISO 10382 (WC 102 and WC 106)
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Soil quality — Determination of organochlorine pesticides 
by gas chromatography with mass selective detection 
(GC-MS) and gas chromatography with electron-capture 
detection (GC-ECD)
IMPORTANT — It is absolutely essential that tests conducted in accordance with this document 
are carried out by suitably trained staff.

1 Scope

This document specifies a method for quantitative determination of organochlorine pesticides (OCPs) 
and semi-volatile chlorobenzenes in soil and sediment, using GC-MS and GC-ECD (see Table 2).

Table 2 — Target analytes of this document

Target analyte CAS-RN Formula
Aldrin 309-00-2 C12H8Cl6
Dieldrin 60-57-1 C12H8Cl6O
Endrin 72-20-8 C12H8Cl6O
Isodrin 465-73-6 C12H8Cl6
Telodrin 297-78-9 C9H4Cl8O
Heptachlor 76-44-8 C10H5Cl7
Heptachloro epoxide (exo-, cis-isomer) 1024-57-3 C10H5Cl7O
Heptachloro epoxide (endo-, trans-isomer) 28044-83-9 C10H5Cl7O
α-Endosulfan 959-98-8 C9H6Cl6O3S
β-Endosulfan 33213-65-9 C9H6Cl6O3S
Endosulfan sulfate 1031-07-8 C9H6Cl6O3S
p,p′-DDE (1,1-bis-(4-chlorophenyl)-2,2-dichloroethen) 72-55-9 C14H8Cl4
o,p′-DDD (1-(2-Chlorophenyl)-1-(4-chlorophenyl)-2,2-dichloroethan) 53-19-0 C14H10Cl4
o,p′-DDT (1,1,1-Trichloro-2-(2-chlorophenyl)-2-(4-chlorophenyl)ethan) 789-02-6 C14H9Cl4
p,p′-DDD (1,1-Dichloro-2,2-bis(4-chlorophenyl)ethan) 72-54-8 C14H10Cl4
o,p′-DDE (2-(2-Chlorophenyl)-2-(4-chlorophenyl)-1,1-dichloroethen) 3424-82-6 C14H8Cl4
p,p′-DDT (1,1,1-Trichlor-2,2-bis-(4-chlorophenyl)ethan) 50-29-3 C14H9Cl4
Methoxychlor 72-43-5 C16H15Cl3O2
HCB Hexachlorobenzene 118-74-1 C6Cl6
α-HCH (α-Hexachlorocyclohexane) 319-84-6 C6H6Cl6
β-HCH (β-Hexachlorocyclohexane) 319-85-7 C6H6Cl6
γ-HCH (γ-Hexachlorocyclohexane) 58-89-9 C6H6Cl6
δ-HCH (δ-Hexachlorocyclohexane) 319-86-8 C6H6Cl6
Hexachloro-1,3-butadiene 87-68-3 C4Cl6
α-Chlordane 5103-71-9 C10H6Cl8
γ-Chlordane 5103-74-2 C10H6Cl8
1,2,4-Trichlorobenzene 120-82-1 C6H3Cl3
1,2,3-Trichlorobenzene 87-61-6 C6H3Cl3
1,3,5-Trichlorobenzene 108-70-3 C6H3Cl3
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Target analyte CAS-RN Formula
1,2,3,4-Tetrachlorobenzene 634-66-2 C6H2Cl4
1,2,3,5-Tetrachlorobenzene 634-90-2 C6H2Cl4
1,2,4,5-Tetrachlorobenzene 95-94-3 C6H2Cl4
Pentachlorobenzene 608-93-5 C6HCl5

The limit of detection and the limit of application depends on the determinants, the sample intake, the 
equipment used, the quality of chemicals used for the extraction of the sample and the clean-up of the 
extract.

Under the conditions specified in this document, lower limits of application from 1 μg/kg (expressed as 
dry matter) for soils to 10 μg/kg (expressed as dry matter) for sediments can be achieved. The necessity 
to achieve these lower limits of application depends on the analyses order and the current limit values.

Soils and sediments can differ in properties as well as in the expected contamination levels of OCPs and 
the presence of interfering substances. These differences make it impossible to describe one general 
procedure. Based on the properties of the samples, this document contains decision tables regarding 
drying-, extraction- and clean-up procedures. This method is performance based. The method can be 
modified if all performance criteria given in this method are met.

The method can be applied to the analysis of other chlorinated compounds not specified in the scope in 
cases where suitability has been proven by proper in-house validation experiments.

NOTE The validation data are shown in Annex A. This document is validated only for α-HCH, β-HCH, γ-HCH, 
δ-HCH, o,p′-DDE, p,p′-DDE, o,p′-DDD, p,p′-DDD, o,p′-DDT and p,p′-DDT. For sediments, data are displayed measured 
using an ECD detection. The comparability of ECD and MS data in terms of the approach of this document was 
demonstrated on additional matrices.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 5667-15, Water quality — Sampling — Part 15: Guidance on the preservation and handling of sludge 
and sediment samples

ISO 8466-1, Water quality — Calibration and evaluation of analytical methods — Part 1: Linear calibration 
function

ISO 11465, Soil quality — Determination of dry matter and water content on a mass basis — Gravimetric 
method

ISO 14507, Soil quality — Pretreatment of samples for determination of organic contaminants

ISO 18512, Soil quality — Guidance on long and short term storage of soil samples

ISO 22892, Soil quality — Guidelines for the identification of target compounds by gas chromatography and 
mass spectrometry

EN 16179, Sludge, treated biowaste and soil — Guidance for sample pretreatment

3	 Terms	and	definitions

For the purposes of this document, the following terms and definitions apply.
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