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Foreword 

This document (EN 14675:2015) has been prepared by Technical Committee CEN/TC 216 “Chemical 
disinfectants and antiseptics”, the secretariat of which is held by AFNOR. 

This European Standard shall be given the status of a national standard, either by publication of an identical 
text or by endorsement, at the latest by October 2015 and conflicting national standards shall be withdrawn at 
the latest by October 2015. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 

This document supersedes EN 14675:2006. 

According to the CEN-CENELEC Internal Regulations, the national standards organizations of the following 
countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Croatia, Cyprus, Czech 
Republic, Denmark, Estonia, Finland, Former Yugoslav Republic of Macedonia, France, Germany, Greece, 
Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, 
Romania, Slovakia, Slovenia, Spain, Sweden, Switzerland, Turkey and the United Kingdom. 
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Introduction 

This European Standard specifies a suspension test for establishing whether a chemical disinfectant or 
antiseptic has or does not have a virucidal activity in the areas described in the scope. 

This laboratory test takes into account practical conditions of application of the product including contact time, 
temperature, test organisms and interfering substances, i.e. conditions which may influence its action in 
practical situations. 

The conditions are intended to cover general purposes and to allow reference between laboratories and 
product types. Each utilization concentration of the chemical disinfectant or antiseptic found by this test 
corresponds to defined experimental conditions. However, for some applications the recommendations of use 
of a product may differ and therefore additional test conditions need to be used. 
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1 Scope 

This European Standard specifies a test method and the minimum requirements for virucidal activity of 
chemical disinfectant and antiseptic products that form a homogeneous, physically stable preparation when 
diluted with hard water or – in the case of ready-to-use-products – with water. Products can only be tested at a 
concentration of 80 % or less as some dilution is always produced by adding the test organisms and 
interfering substance. 

This European Standard applies to products that are used in the veterinary area, i.e. in the breeding, 
husbandry, production, transport and disposal of all animals except when in the food chain following death 
and entry to the processing industry. 

NOTE 1 The method described is intended to determine the virucidal activity of commercial formulations or active 
substances under the conditions in which they are used. 

NOTE 2 This method corresponds to a phase 2 step 1. 

2 Normative references 

The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated references, 
the latest edition of the referenced document (including any amendments) applies. 

EN 14885, Chemical disinfectants and antiseptics — Application of European Standards for chemical 
disinfectants and antiseptics 

3 Terms and definitions 

For the purposes of this document, the terms and definitions given in EN 14885 and the following apply: 

3.1 
cytotoxicity 
morphological alteration of cells and/or their destruction or their reduced sensitivity to virus multiplication 
caused by the product 

3.2 
plaque forming units  
PFU 
number of infectious virus particles per unit volume (ml) 

3.3 
reference test for virus inactivation 
test with a defined reagent (e.g. formalin) instead of a product for the internal control of the test 

Note 1 to entry: Results of reference virus inactivation test should be within limits for validating the method. 

3.4 
reference virus suspension 
virus suspension of a defined virus strain which is not passaged more than 10 times, is maintained in national 
culture collection centres and kept in small volumes (less than 1 ml) at a temperature of -70°C or preferably at 
about -196 °C under liquid nitrogen 

Note 1 to entry: Stock virus suspensions are prepared from reference virus suspensions. 
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